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New Gated Measurement SCPI commands for SDS1000X-E
Oscilloscopes
October 17, 2018

“MEGS ON/OFF”      set the gated measurement function to turn on or turn off

“MEGA -10ns”         set the cursor A

“MEGB 10ns”           set the cursor B New-Gated-Measurement-SCPI-commands-for-SDS1000X-E-
Oscilloscopes.pdf
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