OSIGLENT

SDS5000X Security Erase Process

February 15, 2019

Here are the steps to securely erase the memory modules within the SIGLENT SDS5000X Oscilloscope
Series:

Press Utility > Save/Recall > Recall > Type = Security Erase > Press Recall
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